S MISSOURI DEPARTMENT OF HEALTH
.%i STATE PUBLIC HEALTH LABORATORY
g9l DATAMASTER MAINTENANCE REPORT

RECEIVED . - rss st ot pogeas
By Carol Day at 8:17 am, Jun 05,2009

GHQ Academy

is repaired. Sand copy to Department of Health; retain original in department lite,

Complale this report in duplicate al the lime of the regular monthly preventive malnlenance check, and whenever Instrument

DATAMASTER SN

DATE OF INSPECTION

204084 6/2/2009
LOCATION OF INSTRUMENRT {STHEET ARD CITY) TIME OF INSPEGTION
1510 E. EIm St., Jefferson Clty 14:31

CHECKLIST: Place a check [v) to the lell of each item il found to be salisfactory or if oparating within esiabilshed limits. {Write
in observed values where deterinlned.) Unchecked ltems must be correcled before using instrumaent.

V] DIAGNOSTIC GHECK (PRINTOUT ATTAGHED)

COMPUTER DETECTOR

PROGRAM FILTERS

] HEATERS SAMPLE CHAMBER +49°C QUARTZ STANDARD

FLOW DETECTOR f} CALIBRATION

PUMP HIGH SPEED PRINTER

INDICATOR LiGHTS

] TIME AND DATE 13:20 6/2/2009

SIMULATOR TEMPERATURE (34°C £ 0.2°C} +34.18°C

[] CALIBRATION CHECK -

RECIRCULATION PUMP)

[ ]0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
/] 0.040% STANDARD -~ MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE
{ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three tests using a standard solisfion, Afl three lesls must be within L 5% of the standard value and must have a
spread of 005 or less. Check the box corresponding to the standard solullon being used. (PRINTOUT ATTACHED) (USE

TEST2 W 040

TEST1 W 039

TEST3 ™ 040

PERFORM R.F.I. TEST (PRINTOUT ATTACHED)

FOLLOWS: (DO NOT INCLUDE SIMULATOR TESTS)

V] NUMBER OF BEFUSALS, SINCE LAST MAINTENANCE REPORT, AND NUMBER OF BREATH TESTS IN EACH RANGE AS

REFUSALS 0 l{O-.Oti} 0 {.05-.08) 0 (.10-14) ] {-16-.19}

0 {Over .19) ]

and within established limits (use olher stde If necessary)

List any new parts and desorlbe any alteration or modification that was made to restore the instrument to operale satisfactorily

Upgraded firmwars from 12-15-1989 to 04-07-2009, Rasot tims of Instrument (DST). Replaced printer ribbon. Recalibrated Instrurment.

Guth Laboratories, lot #08010, expiring 1/6/2010
INSPECTING QFFICER ' '

PRINT NAME

SIGNATURE

> NN I Y 1 3.9 A Dewayne D, Carver

TYPE il PEAMIT NOMBER/EXPIFATION RATE -~ v TELEPHONE NUMBER
720218 C\j kliéfaoog {573) 751-4722

AN EQUAL OPPORTUMNTYZAFFIRMATIVE ACTION ENPLOYER

MO 53)-1468 {$-94)
! ! ehrites provnded on k nendiaciminatony bisa

Lab.-116




®
éﬁi& GUTH LABORATORIES, INC.

5%0 NORTH 67th STREET ® HARRISBURG, PA 17414- 4511 ® TELEPHONE: 717-564-5470

CERTIFICATE OF ANALYSIS
Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 09010 of
Alcohol Reference Solution for Simulator were analyzed by
gas chromatography and found to contaln 0.0482 percent
(wlvol) ethyl alcohol, The expiration date for this lot
number is January 6, 2010 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/- .2°C, this solution will give a breath alcohol
analysis instrument reading of 0.04 percent BAC,

The alcohol and water used in this solution were

free of test interfering substances.

<7

Ted L. Pauley, Presidént
GUTH LABORATORIES, INC.
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PUMP . -

OKAY

HIGH SPEED:

FMRABCDEFG
ghijkmno

cKAY
DKAY

OKAY
oKAY

2%

REORDER ALL SUPPLIES FROM N.PAS.
DA BAY 4ATS MANCEIE N MU dd6f .

- .
-

. PRINTER TEST
TRESE (Yt~ SB1L39567898 5 <

HIJKLMNCPERSTUWIWKYZINI = abodef

parstuwnogzdl 37

1TQUARTZ STANDARD

.,,,l

CALIBRATION

DETECTOR:
FILTERS

OPERATOR SIGNATURE
Card StockNo.

66021 -

G

FACE THIS SIDE DOWN - THIS EDGE IN FIRS

BAC DataMaster
Evidence Ticket

-

. MISSOURI STATE HIGHWAY PATROL . _
BAC DATAMASTER SERIAL NUMBER 204034
06,084,869 _

TESTING OFFICER:
CARVER/IEMAYNE~D

“ ‘OFFICER 1.D.: 41

PERMIT NUMBER: 728219
- EWPIRATION DATE: 10/29/89

MISCELLANEOUS DATA:

© @4 VAPDR CALIBRATION CHECK . -~
©° BUTH LAES LOT 99819 EXP 1,6/2018

B - --- SUPERVISOR MODE ---

BLANK TEST . 500
INTERHAL STANDARD CVERIFIED ~ 14:3%
EXTERNAL STRMDARD - .@39 14135
BLANK TEST o . 068 14136
S~ " EXTERNAL STAMDARD . .©48 14136
' CBLANK TEST o .een (4137
7 EXTERNAL STANDARD 848 14337
©UBLANK TEST . .o8¢ 14138
P____JN =3
SIM. = .

RYG, = .939%%

U

e

FACE THIS SIDE DOWN : THIS EDGEIN FIRST

BAC DataMaster
" Evidence Ticket

Rl o

MISSOURI STRTE HIGHWAY PATROL
"BAC DATANMASTER SERIAL NUMBER 264584
96,0469

" ARREST TIME: 28:09
SUBJECT NAME!
R
DOB: B1-81-81
STATE/D.L.: H¥/%
ARRESTING OFFICER!
%
DFFICER I.D.% X

SEX: N

T TUUTESTING OFFICER:

CARVER-/DEWAYHE/D

yaigs | OFFICER 1.D.: c41

PERMIT MUMBER: 728219
EXPIRATION DATE: 16-,29-69
MISCELLANEQUS DATA:

RFI TEST
~-~ EREATH ANALYSIS ——-
_BLANK TEST .69 - 14:39
TINTERNAL STRMDARD YERIFIED  14:39
SUBJECT SAMPLE . 590 14146

RADIO INTERFERENCE




State of Missouri A
DEPARTMENT OF HEALTH

PERMIT
TYPE Il

DEWAYNE D, CARVER

-is hereby authorized to instruct and supervise operators, train nstructors, inspect, '
-calibrate, perform field repalrs, and operate the following breath analyzer(s):

DATAMASTER

for the determination of the alcoholle cohtéht of bfoéd 'ffom a sample of explred (alveolar)
air, Issued under the provisions bf sectlons 577,020 through 577.041, RSMo 1886.

oo BTl e

A

Numl;er._’zz_oz_lg___
expnen - 10/29/2009

" Director of State Public Heallh Laboratory © - .

. Director, Depariment of Health
MO 580-0771 {7-68) Lab, 4 {A7-83)




